. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
AT\ STATE PUBLIC HEALTH LABORATORY [RECE’VED ]
3 By Carof Day at 8:09 am, Apr | 03 2014

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT e

S Fict

Complete this report In duplicate at the time of the regular monthly preventative malntenance check, and whenever instrument is repaired.
Send copy to Depariment of Health and Senior Services; retain original in department file.

ALCO SENSOR IV 5N PRINTER SN DATE OF INSPECTION
108391 099.3586.818 04/02/2014

LOCATION OF INSTRUMENT (STREET AND CiTY) TIME OF INSPECTION
600 E. Walnut Columbia 6:01 pm

CHECKLIST: Place a mark In the box by each ltem if found to be satisfactory or if operating within established limils. {Write in observed val-
ues where determined.) Unmarked Items must be corrected before using instrument.

[/l DIGITAL READOUT {ALL ELEMENTS OPERATIONAL}

[¥] TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

/1 PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[/l siMULATOR sOLUTION D COMPRESSED ETHANOL-GAS MIXTURE

!
/] sTaNDARD suppLIER Guth Labs Lot # 13210 Exp. DATE 07/28/2015

/] SIMULATOR TEMPERATURE (34°C £ 0.2°C) __34.0  sSiMULATOR SN ___SD2716 _ SIMULATOR EXP DATE 01/07/2015

E CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run {hree tests using a standard solution, Ali three tests musl be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 & (08 TEST 2% (08 TEST3 = (99

E RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

ReFusats, O {0-.04) 0 (05-09) O (i0-14) O (16-199 O (OVER .19) 0

List any new parts and describe any alteration or modification that was made Yo restore the insirument to operale salisfactorily and within
established limits {use cther side if necessary).

PRINT NAME

4 T M e - Nathan Turner
TYFE I PERMT NUMBER/E XPIRATION OATE - TELEPHONE NUMBER -
220411 12/20/2014 (673) 874-7652

1Return completed report to the: Sreath Alcohol Program, MO Department of Health and Seniior Services, Southeast District Office
2875 James Boulevard i
_Poplar Bluff, MO 63901
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CERTIFICATE OF ANALYSXS

Oertiflod Alooliol Reference Sofutlon for Himulator
Rondom Samiples of Lot Numbot 13210 of
Alooho] Rofexvnoo Solution for Simulator were analyzed by
a8 ohromatogtaphy on duly 34, 2013, ualng a Patkin Hlwex Gns Cheomalomaph ,
Autosyslem XL 8/N: 610N9030209, andd found to conlaln  0I216% (wively
. aftp] aloohol, The oxplestlon dule for ihlg lot '
b July29,,2015 nt 11:39 m»g.
Whan ugod lh Y ¢aljbx;xtod Blmulatos, oporitlig at" .
8400 wix 1,200, this' soluitol WHI- glve & broatlh: alooho].-
anulyaia inshmmarﬂ raadlng of 0.100 g!@iﬂL 3%,

“the aloohol and ‘walur yeod n this sofution wero
fras of test Intexforing eubstances.

Tad L Pouley, Prosdufit :

auIy LABORATORIBS, NG,

4

HIST Tracsabiitip:
Yextlig was oonducted :rslng c‘ﬂﬂmmu Refarenoe Standned lot nunber FNLA2I-08 whore

valigs aro tracsuble to N
Aafl gﬁ!nnm 1 oalfbra!arf amadly by on onfids agauoy nrlng NISY fracenble wuigm.r.
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